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Step 1
1.	 Insert the compact flash card      	
 	 into the recorder.

2.	 Insert 2 alkaline or NiMH 	  	
	 batteries.  Battery level should  	
	 be at least 95%.

3.	 Press Next.

Step 3
1.	 Enter Patient ID (up to 20 	 	
	 digits).

2.	 Press Next.
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Step 5
1.	 Lead Quality, or impedance,  	
	 should be 4 or 5.

2.	 Press Next.

Step 6
1.	 Press Next to cycle through  	
	 the channels.

2.	 Press Start to begin recording.

Step 4
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1.	 Press Next.

For 12-lead and oximetry recorders, 
confirm the correct Recording 
Mode.  Press Edit to change the 
mode.  Also check for the correct 
cable.

Step 2
1.	 Press Next or New Patient.

Press Settings to change the time, 
date, language, battery type, 
inverted display, daylight savings 
and mode lock.

	 DONE!
Step 7

See Step 2 to invert the display.
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